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SILOE-A02-171208 
 

AmiShield Operation guideline (Cortisol Disc) 

Power on, system warming up Product Part Number：001-21LO 

 

1. Open foil pouch to get disc, find the check hole (red 

circle) (fig.1), hold the disc holder, counter-clockwise to 

sequentially embed discs by Disc1, Disc2, and Dummy 

order at an oblique angle toward the center (fig. 1 & 

fig. 2) 

   

 

2. Firmly press the disc flat onto the spindle. 

Dispense the serum sample 0.2 mL (200 μL) into 

R1 tube (fig. 3). Mix with R1 well and take all 

solution into Disc1 (fig. 4）。 

 

   

3. Upon system warmed up, main page appears on the 

screen, select 1: for measurement (fig. 5). Follow 

instruction, input patient ID number, select species, 

and select sample type. Confirm testing condition and 

press “START” for analyzing (fig. 6). 

 

4. After 30 minutes, until the ring call stop, follow 

the direction on the screen, add all of R2 buffer 

into Disc1 (fig. 7). Close the lid of Analyzer, then 

press “START” to continue the STP2 reaction. 

Please do not leave!   

  

5. After 2 minutes, until the ring call stop, follow the 

direction on the screen. Open the lid, add all of R3 into 

Disc1 (fig. 8), then close the lid and press “START” to 

continue the STP3 reaction for 20 minutes. 

(Suggestion: wearing a timer setting 15 minutes). 

 

 

 

6. After 20 minutes, until the ring call stop, follow 

the direction on the screen, take 0.1 mL (100 L) 

of solution from Disc1 (fig. 9), and add it into 

Disc2 (fig. 10). Close the lid and press “START” 

to continue the test (If delayed operation over 30 

seconds, measurement will be early terminated). 

20 minutes later, automatically print out the 

results.  
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